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National Polar Orbiting OMPS Instrument

Environmental Satellite System

(NPOESS) isthe conver ged Hyperspectral UV,
visible, and near

S?I%?aAr{]DoD) national satellite |R7,b Sensor

First NPOESS launch scheduled
for 20009.

The OMPS (Ozone M apping and

Profiler Suite) isthe sensor chosen
to provide the stratospheric ozone
measur ements for the converged Hyperspectral UV Electronics boxes

system Nadir Sensor
using single 110 deg.
wide-field telescope 2
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OMPS I nstrument Concept

OM PS consists of two separ ate instruments
and three ozone products:

UV/VIS Limb

UV Nadir Radiometry

Radiometer

:.‘.

| 2ol >OMPS Limb Profiler: UV/VIS (290-
B\ | O p Crossirack ;1 1000 nm) hyper spectral imaging
/ ANt Nair spectrometer:
Sensor Concept =3 x?tr_ack samplese_ach
providing ozone profile

measur ements from
tropopause to 60 km at
3 km resolution using
the limb scattering
technique.

»OMPS Nadir Mapper: UV ,
(250-380 nm) hyper spectr al
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e Issue

» OMPS profile measur ements have very stringent accuracy, precision, and
long-term stability requirements (accuracy: 10%, precision: 3%, long-
term stability: 2% over 7 years).

» The OMPS measurement technique does not have a great deal of heritage,
and it has clearly not been demonstrated that thistype of instrument can
meet these requirements.

» Validation iscritical. However, it isnot clear that there will be sufficient
measur ements of sufficient quality from ancillary sourcesin the NPOESS
time-frame to adequately calibrate OMPS:

U Sondes provide profile measurements only up to 30 km.
0 No currently planned NASA stratospheric missions after AURA

 Potential Solution:

» Investigate the feasibility and costs of adding to the NPOESS instrument
complement a simple, robust SO instrument to serve asthe primary
OM PS profile measurements calibration sour ce.

= uv/vis SO instruments have demonstrated robustness, and precision,
accuracy, and long-term stability which exceeds the NPOESS OMPS
requirements
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Comparisons done as part of the POAM ozone
validation study [Randall et al., 2003] show that
agreement between POAM, SAGE Il and
HALOE isgenerally < 5% from 13to 60 km, -
suggesting that the absolute accuracy of the four 20 <10 0 10 20 <20 <10 O 10 20
instrumentsis probably < 5%. POAM-Corr (%) POAM-Corr (%)
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The most important issueregarding the use of an SO instrument for

long-term calibration isdegradation of retrievalsin the event of

Altltude {km)

Increased aer osol loading by a volcanic eruption.

Elfect of Aerosol Loading on O, Retrieval Errors
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» Resultsof aretrieval
simulation study: a set of
simulated measurementswas
synthesized using a set of ozone
profilesfor threedifferent
stratospheric aer osol loading
scenarios using the POAM
operational retrieval algorithm.

» Results show little dependence
of ozoneretrieval biasto the
aerosol loading.
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8 SO on NPOESS
B 1.30 pm satellite

SO in mid-
latitude or bit

QAIl SO instruments make one
measur ement per orbit in each
hemisphere (s/c sunrise and
sunset).

O Measurements occur around a
circle of latitude that varies over
theyear.

dThe SO measurement coverage
IS dependent upon the or bital
inclination and equatorial
crossing time.

Qin the NPOESS/OM PS or bit
(1:30 pm polar) all SO

measur ements occur at high
latitudes.

OIn amid-latitude inclination
orbit SO measurements sweep a
large range of latitudes.
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OMPS/S0 Coincidences (1:30 pm)
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12 hour time window
allows coincidencesin
all but thewinter
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8 hour time coincidence window for an NPOESS
SO gives OM PS/SO measurement coincidencesin
the spring and fall in the NH, and virtually no SH

coincidences.

OMAPS/S0 Coincidences [ 1:30 pm)
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OMPS/S0 Coincidences (1:30 pm)
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allows no further
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OMPS/SO Coincidences (1:30 pm) _
T N Ea e e P »An SO instrument on NPOESS

{ I 1 would make 14-15 measur ements
: L 5 per day in each hemisphere

20 | coincidence window = 12 h|' 51 4 around acircle of latitude.
|

: J | - »When OMPS/SO coincidences
- MH”WMW " oceur they generally repeat for
10F o each SO measurement.

; »>With a 12 hour coincidence

: window, an NPOESS SO
Y IV RN YRR Instrument would give at least 14
J FM AM J J A S O ND . .
Month separate OM PS validation

opportunities each day.
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P | coincidence window = 8 hr
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»An SO instrument on board the NPOESS OM PS satellite will allow
OM PS validation opportunities each day.

»Unlike a mid-latitude inclination SO or bit, validation opportunities
would berestricted to high latitudes.

> Thislatitude restriction should not ﬂﬂljs Lat & SZA for coincidences within 12hrs

seriously impact OM PS validation: . 3
QL atitude dependence of OMPS rmAv‘A
retrieval should result from SZA S 0l SR A
dependence on latitude. Validation e
opportunitiesoccur over amuch larger g o & i
SZA than latitude range. g 0f S L 1
LOMPS diffuser plate degradation = OMPS NH SZA
(most important long-term issue) should ""“\ S P
be independent of latitude. 90

J FMAMIYJJ A S ONDJ

Although not as favorable as a mild-latitude SO instrument, an SO instrument on 10

NPOESS/OMPS is sufficient to serve as the primary OMPS calibrator
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»Other advantages of using an SO instrument asthe primary OMPS
limb profile measur ements validation vehicle:

SO instruments have a well demonstrated ability to measure
stratospheric aerosol.

*Allows OMPSretrieval quality to be evaluated as a function
of aerosol loading.

*Allows validation of OMPS global stratospheric aer osol data
product.
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e SUMmMary:

» An SO instrument hasthe necessary precision, accur acy, and
vertical resolution to serve asthe primary OMPS profile
measur ements calibrator.

» Launching an SO instrument along with OMPS on the
NPOESS satellite will produce sufficient OM PSSO validation
opportunitiesto ensur e the long-term calibration accuracy of
the OMPS instrument.

e Current Proposal tothelPO:

» Perform instrument trade studies among the various SO
Instrument conceptsto develop a conceptual design and cost
estimate for arobust, most cost effective SO instrument which
meets NPOESS requirements.
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